Julabo Bath & 10CB
Sample vs Bath Temperature

Sample Temperature = 0.8853 * (Bath Temperature) + 2.5428 (°C)
R® = 0.9998
Temperature Range: -20°C to 125°C
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Bath Temp  Probe Temp
-20               -13.9
5                  5.98
25                24.02
50                46.78
75                68.95
100              91.16
125              113.5




